[An analysis of the outlook for using C-arm-type mobile x-ray diagnostic apparatus].
The fields and prospects of use of a C-arm surgical X-ray apparatus with an image amplifier on a tube made in Russia or in foreign countries and a CCD matrix are analyzed. Poor use of the capacities of the apparatus is noted.